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ABSTRACT A novel wideband (WB) 3D-printed elliptical double-ridged horn (EDRH) antenna filled
with a high-dielectric material (i.e., a mixture of the paraffin and titanium oxide (TiO2)) is proposed for
medical monitoring systems. The antenna has been designed and optimized to operate in the frequency
range (2–6 GHz) to satisfy an optimal penetration level and to maintain a WB operation, which results in a
high-resolution detection. The proposed antenna is embedded into a high-dielectric material to miniaturize
its size and to further reduce the reflections due to mismatch with the body. The antenna was tested on tissue
models consisting of two layers (i.e., skin and muscle). The reflection coefficients of the antenna, when it is
on the modeled tissue, have been generated and compared with the reference of –6 dB. The obtained results
show that the antenna benefits from the 4 GHz of bandwidth with a gain of 5–8 dB within the operating
region.

INDEX TERMS 3D printing, antenna, double-ridged horn, high-dielectric material, WB.

I. INTRODUCTION
The WIDEBAND (WB) technique is a promising wireless
technology, which uses radio waves for transferring data
over a very high bandwidth; i.e., typically equal or more
than 500 MHz. This technique is termed based on the ultra-
wideband (UWB) technology that originally aimed for short-
range wireless communication channels [1].

The wideband operation requires a low power level and is
ideal for short-range communications, and can be useful for
medical sensing applications. It utilizes a large portion of the
radio spectrum that can improve the speed and reduce inter-
ference of data transfer compared with other technologies in
the market.

The independent regulator and competition authority for
the UK Communications Industries (Ofcom) and the Fed-
eral Communications Commission (FCC) regulation of the
UWB in the US, have defined the regulation for the UWB
technology that allows the unlicensed operating within range
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of 3.1 GHz to 10.6 GHz, and 41.3 dBm/MHz transmitted
power [2]. Stating the UWB technique principles, it is limited
to the specific frequency band by the authorities, which may
smear a limitation in the biomedical application that aims to
scan inside the human body, due to the demand of lower fre-
quency and therefore better penetration depth [3]. However,
the evidence states that the UWB provides an acceptable pen-
etration depth for biomedical applications related to scanning
the upper layers of the body surface such as the skin, muscle,
and fat [4]–[6].

Therefore, the WB technique was proposed to overcome
using any center frequency. In this technique, the signals dif-
fuse across a wide range of frequencies to detect thicknesses
of layered samples accurately.

The technique advantages from a wider bandwidth in com-
parison with the other technologies that enable this method
to send trains of pulses containing hundreds of millions of
pulses per second. The systems operating in this band tend to
have small dimension and consume very low power, hence,
they fit the requirement for use as an indoor application.
In the last few years, the WB technique has been selected as
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a good candidate for medical and scanning applications, due
to its properties, e.g. low power, high data rates, multipath
immunity, simultaneous ranging and communication [1].

The elliptical double-ridged horn (EDRH) antenna was
first introduced in 1950 [7], although the concept of the
ridged-waveguides was introduced earlier in 1947 [8]. This
antenna has attracted engineers and researchers in the radar
field, based on its advantages such as large bandwidth, and
high gain/directivity [9]–[11].

These important principles make this type of antenna an
efficient solution for biomedical applications that aims to
scan inside humans’ body, as compared with the other bidi-
rectional types, e.g. bowtie, and three-dimensional folded
antenna [12]. Besides the advantages, the antenna suffers
from higher fabrication cost due to the shape complexity,
and also the large aperture for low-frequency applications
(2–6 GHz).

Operating at this frequency range is vital for selecting an
appropriate penetration depth on the human body. Therefore,
a center frequency of 3.1 GHz was chosen to analyses this
system behavior, as this frequency is optimal for these medi-
cal applications. In order to overcome the cost of fabrication,
different types of 3D printing techniques have been proposed
by engineers, which use different materials such as metal and
an acrylonitrile butadiene styrene (ABS) [13], [14].

Three-dimensional (3D) printing using metal materials
is a costly solution. The surface of the fabricated design
using the material is noticeably rough that can reduce the
band [15], [16]. Hence, in-house 3D printing using the ABS
technique is selected as an optimal alternative solution, con-
cerning the cost and the ease of fabrication. To overcome
the complications of 3D printing method, a diverse set of
solutions have been provided as such, a low-conductive sur-
face due to having a rough surface, as well as the inaccessi-
ble painting areas that are resolved by printing the antenna
in two sections from the middle and to further glue them
together after inside being printed. Other concerns of the
design have been the bulky structure of the EDRH antenna
at a low frequency, and the large reflections, which needs
to be minimized by matching the medium with the antenna.
Earlier studies have addressed this, by embedding the antenna
inside high dielectric material, e.g., ceramics, oil, and pure
water [17]–[19].

The cost and fabrication method of designs using high-
dielectric ceramic, have made researchers think of other solu-
tions, e.g. pure water that has a low-conductivity due to the
elimination of particles in water. Moreover, after an extended
work conducted on the distilled or deionized types of water
to be loaded in the antenna as a high dielectric.

The highest amount of energy transmitted from the existing
source will be absorbed within the antenna structure. This
energy absorption is due to the molecule structure and the
high conductivity of the water even after particles elimina-
tion. Alternative oil material has been defined as the optimal
liquid solution due to its low-conductivity, although suffering

from a low-permittivity as well as not having a fixed shape
when it is loaded in the antenna.

The contributions of this work can be summarized as
follows:

1) The proposed elliptical double-ridged horn antenna has
a shape that not only comforts the finalized system, but also
improved the operation, e.g. directivity, gain, and bandwidth
to some extent compared to the similar designs.

2) The high dielectric material with the low conductiv-
ity used to miniaturize the design and reduce the reflection
within the system. Moreover, the material has advantages,
e.g. easy and low cost to manufacture into the required shape.

3) The extension was proposed and added to the antenna
in order to eliminate the signal-overlapping issue in the case
of using the antenna as a transceiver in a system as well as
propagating plane wave into the medium.

The rest of this paper is organized as follows.
Section II presents the characterization of the dielec-

tric properties for the desired frequency region. Section III
presents, the antenna design and evaluation using the sim-
ulated results that used the data retrieved in the previous
section. Section IV presents, the antenna fabrication andmea-
surements using the in-house equipment; e.g., the 3D-printer
and vector network analyzer (VNA). Section V provides
the discussion, followed by Section VI that concludes the
paper.

II. MATERIALS CHARACTERIZATION
Different dielectric liquids and their mixtures with high-
permittivity and low-conductivity materials have led to the
conclusion that a particular type of oil, e.g. canola oil, is of
interest due to its low-conductivity, low-cost, and safety for
skin-based biomedical monitoring systems [20]. However,
using a liquid for a biomedical system is not optimal, and
hence, the better solution of solid material, such as paraffin
was used.

The open-ended coaxial probe method was established as
one of the principal methods for the dielectric measurement
of various materials [21]. This method has been selected
and applied to characterize and validate the materials. The
PNA-L network analyzer, dielectric probe, and electronic
calibration (ECal) module have been used to measure the
dielectric properties. The instrument was calibrated with the
distilled water, presented in Fig. 2, to increase the accuracy
of the results at the room temperature (i.e. 20◦C) for all
the experimental results using the VNA, ECal kit and open-
ended probe setup, as in Fig. 1. The off-the-shelf paraf-
fin container wax was selected with a density of around
0.83−0.86 g/cm3 at 15◦C and a melting point of 45◦C [22].
This paraffin was chosen as a preliminary dielectric mate-
rial, due to its solubility, flexibility and lower conductivity
compared to the other materials. The measured dielectric
properties of the paraffin, as shown in Figs. 3 (a) and (b), indi-
cate the low-conductivity and permittivity at the frequency
of 3.1 GHz (εr ∼ 2.16 and σ ∼ 0.003). Hereby, as an attempt
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FIGURE 1. The in-house measurement setup based on the open-ended
coaxial probe technique, used for the characterization of the dielectric
materials.

FIGURE 2. (a) measured permittivity; (b) conductivity of r-TiO2 in black
line and water in blue dashed line at 0.3–6.1 GHz.

to introduce a novel method to increase the permittivity of
the deployed paraffin, it has been further mixed with the
titanium dioxide (TiO2) to increase the permittivity of the
material [23]. This process has been repeated with different
mix percentages. An optimal mixture has been chosen for the
materials that provides a decent homogeneity. In this regard,
the conductivity of the mixture has increased with reference
to the TiO2 conductivity, but the conductivity is still in the
acceptable range, not to disturb the wave propagation. The
frequency of 3.1 GHz is chosen for the proposed system,
based on the tissue penetration capability, and the required
bandwidth.

Based on trace metal analysis the rutile-TiO2 (r-TiO2)
powder with an average particle size of≤100 nm and a purity
of 99.5% (by Sigma Aldrich) was chosen. The selection
r-TiO2 in this work was due to its prime factors such higher
permittivity and melting points, as well as lower conductivity
compared to other types (e.g. anatase and brookite) [24], [25].

FIGURE 3. (a) measured permittivity; (b) conductivity of paraffin in black
line and its mixture with r-TiO2 in blue dashed line at 0.3–3.3 GHz.

The powder is currently employed in different products,
such as sun protection creams, paints and high-dielectric
ceramic due to its high refractive index capability and
high dielectric constant. The powder is sintered using the
spark plasma sintering (SPS) method at the temperature
of 1250◦C [26].
The dielectric properties of the sintered r-TiO2 sample

are measured using the open-ended probe method shown
in Fig. 2. It was noticed that results at higher frequencies
suffer certain irregular fluctuation. This could be attributed to
the unavoidable diminishingly small air-gap that developed
during the experiment between the sample and probe. The
small air-gap error is minimal at a lower frequency as it is
expected.

The proposed r-TiO2 white powder has been mixed with
the paraffin at the temperature around 70◦C (i.e., well above
the melting point), to increase the permittivity of the material.
This ceramic powder benefits from the increased permittivity;
it is non-invasive to the skin and can be applied by oil to
eliminate the air gap when the antenna is placed on the body.
To increase the permittivity and ensure the low-conductivity
of the material required for the design, different portions
of each material are mixed and the dielectric properties are
measured. The ideal two portions of the paraffin (40g) were
heated to 70◦C to form into the liquid and three portions
of the r-TiO2 (60g) were gradually mixed with the paraffin to
the saturation point. The mixture was shaken well to remove
the bubbles and left to cool down and turning to solid form.

Furthermore, to check the homogeneity of the mixture,
the material properties are measured across a number of loca-
tions of a premade large sample. The absolute measurements
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(rather than the average values) are also compared and the
results have further exhibited a very good consistency, which
in turn can be translated into an acceptable assumption that
the effective permittivity is homogeneous.

The measured dielectric properties of the sample in the
frequency range of 0.3–3.3 GHz was obtained and shown
in Fig. 3. The measured permittivity of the mixture is more
than twice as the paraffin with a slightly higher conductivity
at the frequency of 3.1 GHz (εr ∼ 5.4 and σ ∼ 0.004).

This mixture is proposed for any high dielectric embedded
antenna design, which can be used in the biomedical imaging
systems. There are a number of advantages in using such
a high dielectric material in a radar-oriented system, which
operates on the human body as such, reducing the size of the
antenna and the reflections due to the mismatch and forming
a flexible case of embedding material for a specific structure.

III. ANTENNA DESIGN AND EVALUATION
The horn antenna has been considered as one of the universal
microwave antennas in technical deployment for many years.
Moreover, among different types of horn antennas, the EDRH
has attracted researchers in the medical imaging domain, due
to desirable factors, e.g. network matching capability, design
simplicity, ease of excitation, high bandwidth and higher gain
that made it an exceptional candidate compared to the other
types. However, fabricating such an antenna, locating the
design in the far-field region and miniaturizing the device are
considered as the main challenges to design such antennas.

A. ANTENNA DESIGN AND ANALYSIS
Themain target of this work is to contribute to the solutions to
overcome the limitations of the EDRH design. The proposed
high-dielectric material was presented in the previous section
results in efficient miniaturization and matching problems.

Regarding the fabrication and realization, the method
of 3D printing has been performed using the transparent
polyethylene material to reduce the costs and to fabricate a
prototype to be located in the far-field region to propagate an
electromagnetic (EM) plane-wave through the human body.
As can be seen in Fig. 5, the extended section introduced into
the structure of the proposed antenna has the length, which
has been defined by the far-field distance definition as shown
in equations 5 (a) and (b).

An antenna in the free-space experiences the free-
space wave impedance of 377 ohms, which is determined
by (1) [27] as:

zm =
√
µ0

ε0εr
. (1)

where ε0 = 8.854 × 10−12(Fm ), µ0 = 4π × 10−7( V .sA.m )
are the permittivity and permeability of free-space, and εr is
the relative permittivity of the material, respectively. If the
antenna is immersed in any dielectric material, the impedance
would be different because of the mismatch that aims to
reduce the size and reflections.

FIGURE 4. Modeled EDRH antenna with the aperture dimensions.

TABLE 1. Antenna dimensions.

The medium’s permittivity, where the antenna operates
inside is also considered during the design to achieve the
highest performance. This medium has a permittivity of
5.4 at 3.1 GHz. The impedance of the medium can be defined
using (1) as 160.75 ohms, which reduces the size by less than
half compared to free-space case [28].

The exponentially-tapered section of the antenna is impor-
tant as it matches the reference impedance in the feeding point
of the device, to that of the material at the aperture that is
varying from 50 to 160 ohms, and was obtained by (2) [29]
as follows:

z (y) = z0eky, (0 ≤ y ≤ L). (2)

where y is the distance from the waveguide aperture, and
L is the axial length of the antenna to the opening of the
exponentially-tapered section, as shown in Figs. 4; k is deter-
mined by (3):

k =
1
L
ln(

ZL
Z0

). (3)

where ZL and Z0 are the characteristic impedances of the
double-ridged waveguide in the medium and free-space,
respectively.

The dimensions of the E- and H - planes of an elliptical
horn have been determined based on the dielectric material,
and the equations presented in the seminal textbook [30].
The antenna is designed according to the parameters of the
pyramidal horn. The antenna parameters are modified to
operate in the desired frequency that set in the software shown
in Table 1.

Fig. 4 presents the modeling of the developed antenna
based on the measured mixture of the dielectric material data
(i.e., paraffin and TiO2) loaded into the software as new
material by using the user dispersion option and the time-
domain transient solver. The latter operates using the finite
integration technique (FIT) in the CST Studio Suite software.
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FIGURE 5. Modeled extended EDRH antenna with the structural labels
and the dimensions for the extended section.

The next stage of the design is to propose a numerical
solution for the antenna to be located in the far-field region
from the targeted area of the body. This has been conducted
for the in-depth penetration of the wave.

The concept can address the overlapping issue that accrues
when the antenna used as a transceiver. However, the concept
can be ignored in the application where the antenna is not
being employed as a stand-alone transceiver. The optimal
approach is to extend the outer aperture of the antenna, and
to define, the antenna outer aperture length, so the scanning
tissue area can be placed in the far-field region. This has
added more complexity to the fabrication and realization of
the device with the increased cost, but on the other hand,
it has made it more stable in its operation, and free of any
destructive interference signals and noise.

Equations 4 (a) and (b) define the wavelength (i.e., λ),
followed by the far-field distance of the system (i.e., df ) and
the largest section of dimension (i.e., D). The wavelength
is calculated as 64.5 mm. The value is obtained based on
the lower frequency of 2 GHz and the measured material
permittivity properties [31].

λ =
c

f
√
εr
=

3× 108

2× 109 ×
√
5.4
= 64.5 mm; (4a)

df =
2× D2

λ
=

2× 542

64.5
= 90.4 mm. (4b)

The high-dielectric EDRH antenna has been extended with
the pyramidal aperture length of 40 mm, based on the follow-
ing equations 5 (a) and (b) that aimed to maintain the main
antenna objectives (locating in a far-field region), as shown
in Fig. 5. To define the outer aperture of the extended part.
When the length of the extension changes, the following
equations are derived:

rwa2 = 2×
[
rwa0
2
+
rwa1 − rwa0

2× l1
× (l2 + l1)

]
; (5a)

rwb2 = 2×
[
rwb0
2
+
rwb1 − rwb0

2× l1
× (l2 + l1)

]
. (5b)

where rwa2, rwb2, and l define the width, height, and length of
the horn aperture, respectively, as shown in Table 1.

The developed mixed material is selected as the back-
ground material in the simulation software to evaluate the
antenna performance inside the dielectric medium based on
the real data. The usual sufficient energy −6 dB point was
used here to satisfy the general biomedical application [20].

FIGURE 6. (a) Simulated S11 when the antenna is inside the proposed
material. (b) Magnetic (solid line) and electric (dashed line) far-field
radiation patterns of the proposed antennas at the 3.1 GHz frequency
with −6 and −5.2 dB sidelobe levels (SLLs). (c) Gain over the frequency
range of 1–8 GHz for the antennas.

In addition, the higher energy (i.e.−10 dB) was reserved to
address the worst-case scenarios. The figures of merit for the
evaluation, including the reflection coefficients based on scat-
tering (S)-parameters, gain, and radiation patterns have been
obtained for the EDRH antennas with and without extension,
as in Fig. 6.

The proposed antenna without the extension, as shown
in Fig. 4, has been exhibiting the output characteristics as
follows. The reflection coefficients (S11) plots, as in Fig. 6 (a),
represents a wide operating bandwidth of 4.4 GHz from
1.82 to 6.22 GHz, taking –6 dB as a reference. Moreover,
the large resonant at a low frequency of 2.06 GHz that pro-
vide better penetration depth. In addition, Fig. 6 b (i) shows
the radiation patterns, in the magnetic and electric fields
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directions (0◦ and 90◦Phi) at the antenna front-end. Fig. 6 (c)
also depicts the gain of the antenna over the desired operating
frequency range (i.e., 1 to 8 GHz).

This further depicts theminimum gain of 1.2 dB at 2.4 GHz
and the maximum gain of 6.5 dB at 6.25 GHz. The mixture
has been chosen as the background material for the modeled
extended EDRH antenna as shown in Fig. 5. The S-parameter
plots in Fig. 6 (a) determines a slight increase in the band-
width, to 4.41 GHz at –6 dB, as well as a slight increase
of the SLL at 3.1 GHz in the directions of 0◦ and 90◦Phi,
as in Fig. 6 b (ii). Fig. 6 (c) shows an increase in the gain
with a minimum gain of 4.72 dB at 3.1 GHz, and a maximum
gain of 8.26 dB at 4.85 GHz, compared with the case without
extension. The extension is used to focus the beam, and
to introduce a delay between the transmitted and reflected
signals, in order to avoid overlapping. The extension is also
found to improve the gain and directivity when compared
with the design with no extension.

B. ANTENNA EVALUATION USING THE MODELED TISSUE
In this stage of system evaluation, the arm tissue model that
consists of two layers including 2 mm skin and infinite mus-
cle has been developed, assuming there is no fat existing in
this specific area having knowledge of the area has minimum
volume of fat [32]. The fat layer can be ignored here to
calibrate the system and to minimize the error, as it differs
from one person to another in some locations; e.g., abdomen
and thighs. The bone layer was not incorporated here, as the
system was designed to operate at the center frequency where
the pulse will be absorbed within the muscle layer.

Fig. 7 (a) depicts the proposed antenna filled with the
mixture material placed on the modeled forearm tissue. The
measured properties of the mixture in the desired frequency
region have been loaded into the software using the new
material dispersion, as shown in Fig. 7 (b).

The reflection coefficient results are also obtained for a
frequency range up to 8 GHz, assumed as a calibration point,
as in Fig. 7 (c). The results depict a frequency shift of
140 MHz in the intended spectrum, compared with the case
where the modeled tissue is not present as shown in Fig. 6 (a),
but still obtaining the same bandwidth of 4.1 GHz.

IV. ANTENNA FABRICATION AND MEASUREMENT
A. ANTENNA FABRICATION AND REALIZATION
Fabrication of complex 3D-printed EDRH antenna requires
an in-house 3D printer and some modification to the
design, e.g. cutting the antenna symmetrically to two parts
prior to printing and attaching them back together shown
in Fig. 8 (a).

The Stratasys Objet30 Prime 3D printer has been used
to print the prototype with a resolution of 100 µm. The
prototype has been realized with a clear finish and the support
material was removed by rinsing the prototype using pressur-
ized water.

The cost of a Vero clear transparent polyethylene is
∼ 650 USD per kg [33]. The cost of the Vero including the

FIGURE 7. (a) Proposed EDRH antenna placed on the modeled forearm
tissue. (b) Measured properties of the mixture loaded into the CST
software. (c) Simulated S11 of the antenna, when the fat layer does not
exist.

support material used to 3D print the prototype is less than
50 USD.

Hence, the Objet30 printer offers cost-effective solutions
for 3D printing small complex antenna structures with a high
resolution. In addition, the printed EDRH antenna is painted
with silver conductive paint with acceptable conductivity
up to the extended part of the design shown in Fig. 8 (b).
A 3 grams bottle of silver was used to metalize the prototype
at a cost of fewer than 15 USD [34].

The antenna was connected to a 50-ohm cable SMA con-
nector with an outer dimension of 1.19 mm fed and glued
to the lower- and upper-ridges of the antenna, shown in
Fig. 8 (b).

The two sections of the antenna were then glued together;
the glued area was painted and finally filled with the
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FIGURE 8. (a) 3D-printed EDRH antenna using the polyethylene material.
(b) 3D-printed EDRH antenna, as conductive-painted and fed with a
semi-ridged SMA connector. (c) 3D-printed EDRH antenna filled with the
high-dielectric mixture.

high-dielectric mixture. During this process, it is placed
upside down to remove any remaining bubble gaps pro-
duced during the mixing and filling process, as illustrated in
Fig. 8 (c).

B. ANTENNA MEASUREMENTS ON THE HUMAN BODY
The forearm of the body is selected as the equivalent tissue
to the modeled tissue in the simulations, with regards to the
nonexistence of the fat layer. The flexible coaxial cable is
utilized to connect the antenna to the VNA and was cali-
brated to remove the cable effects using the Ecal calibration
kits. The fabricated antenna filled with the mixture has been
placed on the forearm location of the human’s arm and the
reflection coefficient results have been obtained and shown
in Figs. 9 (a) and (b). The results are compared with the
simulations at the first resonance, chosen to be the operating
point for the antenna for better penetration to the human body
for use in the biomedical applications, as shown in Fig. 9 (b).
The simulation and experiment comparison results show a
frequency shift of 0.4 GHz to the higher band and an increase
of −3.39 dB in the magnitude at the first large resonance.
This was expected due to the different effects and errors,

FIGURE 9. (a) The 3D-printed antenna placed on the arm for the
calibration. (b) Black plot depicts the simulations; i.e., no fat case; and
the blue dashed plot shows the measured results obtained based on the
arm’s case.

e.g., the fabrication process, experimental environment, and
human errors could build up to the real data compared to the
simulated data. It should be noted that the air gap between
the antenna and body can be eliminated using the semi-solid
mixture (oil and TiO2) that have more or less the same dielec-
tric constant. This removes the effect of the air gap in the real
experiment. This novel method of implementing a material-
filled antenna could be used in other biomedical applica-
tions that aim to scan inside the body, e.g. in abdominal fat
measurement [35].

V. DISCUSSION
This investigation has thoroughly presented the EM design
and performance evaluations of a compact WB 3D-printed
EDRH antenna that is filled with a novel low-conductive and
high-dielectric paraffin ceramicmixture with the flexibility in
shaping its form. The chosen dielectric materials mixture of
paraffin and r-TiO2 was heated using a lab glass and normal
hot plate equipment in the lab. In addition, the materials
mixed by a metallic teaspoon and poured into the antenna.
This process can be performed in the cavity to avoid the bub-
bles created during the process, which reduces the conductiv-
ity and increase the permittivity to some extent. The in-house
3D printer with high resolution was employed to reduce the
cost of such a complex antenna. Concerning, the measure-
ments on different individual and different influences that
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may introduce into the system, as the scanning area (the arm)
has the layers structure (skin, fat, and muscle) that has no
much different from one to another in terms of permittivity
and thickness. This should not have a sufficient impact on
the results; however, this can be upgraded by employing an
extra calibration method (e.g. using an open-ended probe
to measure the effective permittivity of the skin and using
software to calibrate the results).

VI. CONCLUSION
The miniaturized dielectric filled EDRH antenna design can
be employed in any system that aims to scan and analyze a
specific part of the human body. The novel high dielectric
paraffin based ceramic has been conducted within the design
to effectively reduce the size of the structure and to real-
ize a high-performance, miniaturized, and low-cost device,
as well as to reduce the unwanted reflections. This design
incorporates the extension for locating the antenna in the
far-field region of the scanning area, for the plane-waves to
penetrate more directly into the body. Moreover, the antenna
can operate at the lower frequency band of WB to exhibit
a better penetration depth and impedance matching using
the mixture for the biomedical application, which monitor-
ing very deep inside the body is the main objective of the
system.
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